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LumiScan Software

To start the software, click Start -> HD Vision Systems -> LumiScan Viewer. The 

main window of the LumiScan software opens (Fig. 11).

Fig. 11: LumiScan Viewer user interface overview
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5. 1	 User Interface

The main window is divided into two sections: 

•	 The left area (the Viewer) displays the current camera images. 

•	 The right part is the control panel where you can change the camera settings. 

At the top of the display are the two tabs Frame and Point Cloud, which can be 

used to switch the current output of the Viewer between the LumiScan Viewer 

and the Point Cloud:

•	 The Frame displays the recorded images (frames) from the camera in real 
time. It is possible to switch between the images of the 13 individual cameras. 
This display is very useful for setting the exposure time of the camera and for 
positioning the measurement object.

•	 The Point Cloud tab displays the point cloud generated by LumiScan from the 
3D image data of the target. The object can be viewed from all sides and the 
depth parameter settings can be edited and displayed live.
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